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Finite Element Predictions of Sutured and Coupled Microarterial Anastomoses
Richard AJ WAIN,*, **, ***, # Nicolas J GASKELL,* Andrew M FSADNI,*  
Jonathan FRANCIS,* Justin PM WHITTY*
Abstract　　Simulation using computational methods is well-established for investigating mechanical and 
haemodynamic properties of blood vessels, however few groups have applied this technology to microvascular 
anastomoses. This study, for the rst time, employs analytic and numeric models of sutured and coupled mi-
croarterial anastomoses to evaluate the elastic and failure properties of these techniques in realistic geometries 
using measured arterial waveforms. Computational geometries were created of pristine microvessels and mi-
croarterial anastomoses, performed using sutures and a coupling device. Vessel wall displacement, stress, and 
strain distributions were predicted for each anastomotic technique using nite element analysis (FEA) software 
in both static and transient simulations. This study focussed on mechanical properties of the anastomosis im-
mediately after surgery, as failure is most likely in the early post-operative period. Comparisons were also 
drawn between stress distributions seen in analogous non-compliant simulations. The maximum principal 
strain in a sutured anastomosis was found to be 84% greater than in a pristine vessel, whereas a mechanically 
coupled anastomosis reduced arterial strain predictions by approximately 55%. Stress distributions in the su-
tured anastomoses simulated here differed to those in reported literature. This result is attributed to the use of 
bonded connections in existing studies, to represent healed surgical sites. This has been conrmed by our study 
using FEA, and we believe this boundary condition signicantly alters the stress distribution, and is less repre-
sentative of the clinical picture following surgery. We have demonstrated that the inertial effects due to motion 
of the vessel during pulsatile ow are minimal, since the differences between the transient and static strain cal-
culations range from around 0.6–7% dependent on the geometry. This implies that static structural analyses are 
likely sufcient to predict anastomotic strains in these simulations. Furthermore, approximations of the shear 
strain rate (SSR) were calculated and compared to analogous rigid-walled simulations, revealing that wall com-
pliance had little inuence on their overall magnitude. It is important to highlight, however, that SSR variations 
here are taken in isolation, and that changing pressure gradients are likely to produce much greater variation in 
vessel wall strain values than the inuence of uid ow alone. Hence, a formal uid-structure interaction (FSI) 
study would be necessary to ascertain the true relationship.
Keywords:  Finite Element Analysis (FEA), Finite Element Method (FEM), anastomosis, microvascular, mi-
croarterial, suture, coupler.
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1.　 Introduction
Microvascular anastomoses are performed when blood 
vessels of approximately 1–3 mm diameter are surgical-
ly joined together. One of the most common indications 
for this is autologous free-tissue transfer for reconstruc-
tion of oncological or traumatic defects. In these cases, 
both arteries and veins must be detached completely 
from their donor site and anastomosed with local recipi-
ent vessels, an intricate procedure requiring intraopera-
tive microscopy. Whilst many techniques have been pro-
posed for anastomosing these structures [1], suturing 
remains the mainstay for arteries; and both sutured and 
mechanical coupling are routine practice for veins [2–4].
Sutured anastomoses are hand sewn using ne 
stitches made from monolament nylon or polypropyl-
ene of approximately 0.03–0.04 mm diameter [5]. An 
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average of 8 individual sutures are placed around the cir-
cumference of a typical calibre (2.5 mm) artery and, al-
though a range of suturing techniques exist, outcomes 
remain largely unchanged provided good microsurgical 
practice is adhered to [6].
Coupled anastomoses are also performed by hand, 
but are assisted with the use of a mechanical delivery 
system whereby interlocking ring-pin devices are placed 
over the vessel ends and then pressed together. The ring-
pin concept was rst proposed in 1900 by Payr [7] and 
has taken a range of development steps [8, 9] to become 
the commercially available Microvascular Anastomotic 
Coupler (MAC) device used today [10]. Historically, 
most free-ap failures occurred due to thrombus in ve-
nous anastomoses, however renement and routine use 
of the MAC system has reduced failures to ~0.6% in 
some centres [3, 11]. The coupler is licensed for use in 
arteries but this is not common practice due to technical 
difculty, despite a small number of studies reporting 
successful outcomes [12–15].
Free-tissue transfer is well-established and provides 
high success rates in the majority of cases. Inherent fail-
ure rates are approximately 5–10% in emergency, and 
2–3% in routine, procedures [16–20]. These failures are 
predominantly due to formation of thrombus at the anas-
tomosis, and can lead to failure of the entire reconstruc-
tive procedure.
Factors precipitating thrombosis in these procedures 
are numerous [21, 22], however one such factor is the 
activation and deposition of platelets at the anastomotic 
site [22–26]. It is well known that platelets become acti-
vated when exposed to high shear strain rates (SSR), and 
that this is exacerbated by exposure to subendothelium 
and injured vessel walls [27–29]. Measurement of these 
aspects of ow is technically challenging in vivo and as 
such, approximations are often made through the use of 
computational simulation [30].
1.1　 Computational simulation of arteries
Work by this group has explored the SSR proles of a 
range of microarterial anastomoses in idealized and real-
istic geometries, in both steady-state and transient 
ows [31–35], using the computational uid dynamics 
(CFD) software ANSYS-CFX. Whilst these simulations 
were designed to represent clinical practice closely, they 
were all performed using rigid vessels which, although 
may be a reasonable assumption [30], is not the case 
physiologically.
In a similar way to SSR, wall shear stress (WSS) has 
been simulated in arterial ows by a number of 
groups [36, 37]. Interest in WSS was initiated after its 
link to vessel wall thickening, or hyperplasia, was made 
as intimal hyperplasia is thought to contribute to long-
term failure of vascular grafts [38, 39]. It has been pro-
posed that compliance mismatch between vascular grafts 
and their recipient artery is a principal cause of hyperpla-
sia and subsequent failure, as matching the compliance 
results in improved patency [40]. This is more pro-
nounced in end-to-side rather than end-to-end anastomo-
ses, with abnormal haemodynamics at the suture line 
being a main cause [41–44].
Although a large number of studies have made stress 
predictions in large to medium sized arteries using com-
putational simulations of ow [45–49], use of the nite 
element method (FEM) to model this behaviour in mi-
crovessels, particularly at anastomoses, is restricted to a 
just a few. Al-Sukhun et al. performed two nite element 
analysis (FEA) studies specically evaluating stress dis-
tributions in microanastomoses [50, 51]. This group con-
cluded that size discrepancy adversely inuenced blood 
ow and deformation [50] and that principal stresses 
were much less at the anastomotic site in compliant rath-
er than rigid-walled vessels [51]. Whilst these ndings 
are helpful, both studies used pristine ducts to represent 
vessels (i.e. not accounting for the positioning or pres-
ence of sutures, an essential aspect of the surgical proce-
dure). There are a small number of groups who have ex-
plored sutures using FEA, with the work of Ballyk et 
al. [40] being the earliest. Here, simulations of peripher-
al artery bypass procedures were performed to evaluate 
compliance mismatch between the artery and graft, and 
the inuence of suture line stresses on potential for inti-
mal hyperplasia. Sutures were approximated as spot-
welds for simulation purposes. It was concluded that 
compliance mismatch was less pronounced in end-to end 
anastomoses, but that high suture line stresses might be a 
stimulus for vessel wall thickening in all vessel re-
pairs [40]. These ndings are largely supported by the 
work of Perktold et al. [48] who simulated sutures as 
weak springs in some cases, but also incorporated the 
mechanical properties of suture material in other simula-
tions. An analogous study was performed by Liu et 
al. [52] whereby the stress distributions at the wall were 
evaluated when surgical knots were tied in robot-assisted 
anastomoses. That study demonstrated upper limits of 
tension across an anastomosis to prevent vessel wall in-
jury, and represents one of the few studies using FEA to 
simulate suture-line stresses [52]. One recent study used 
FEA to evaluate the design concept of a coupling de-
vice [53], although this was performed in isolation and in 
a device which is now obsolete.
In each of these cases the representative domain of 
interest (e.g. artery, vein, anastomotic site, etc.) is divid-
ed in to a number of elements which are connected at 
nodes. Each element, being nite in size, adheres to the 
renowned equation [54–56]:
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ki = h
A
−→
B[D]−→BT dA (1)
where ki is the so-called element stiffness matrix, 
−→
B (∇−→N  , 
equation (9)) is the gradient of the shape function vector 
and h is the shell thickness. Whilst [D] is the elastic cou-
pling, which throughout the work herein takes the form 
of the shell compliance tensor [57]; this being a function 
of the modulus of elasticity and the Poisson’s ratio [58]. 
The elementary principles of FEA represent an extension 
of Courant’s method [59] consisting of minimizing func-
tionals using variational calculus. Each of these individ-
ual element matrices are then assembled together in or-
der to provide for solution of underlying partial 
differential equations (PDEs), so that conditions of equi-
librium and compatibility are satised.
1.2　 Motivation and scope
There is a growing body of research related to the predic-
tion of ow properties in microanastomoses [32, 33, 35, 
60, 61]. The focus of these studies being evaluation of 
shear stresses and strain rates to provide inference re-
garding the propensity for thrombosis formation, and 
hence anastomotic failure. The majority of these studies 
model blood vessels as structures with non-compliant 
i.e. rigid walls, an assumption justied to an extent by 
Steinman [30]. However, as blood vessels are not rigid 
under normal physiological conditions, a natural pro-
gression of such work is to relax this assumption, this 
being the principal motivation for the study described 
herein.
In this paper we employ analytic and numeric (FEA) 
models of sutured and coupled microarterial anastomo-
ses to evaluate the elastic and failure properties of these 
techniques. Furthermore, verication is provided of the 
elastic response at anastomotic sites when subjected to 
static and physiological transient pressure changes. De-
rived quantities of stresses and strains, along with simu-
lation of the elastic responses of these vessels, are used 
to infer failure criteria under appropriate boundary con-
ditions. Finally, we draw comparisons between the stress 
distributions seen in analogous non-compliant FEA and 
CFD simulations.
2.　 Methods
In this section geometric and material properties used to 
perform these simulations are described, along with their 
justication compared to existing work. Details of ana-
lytic routines i.e. thick-wall cylinder theory static analy-
sis and sinusoidal dynamic simulations, are provided, in 
addition to application of a physiological arterial pulse. 
Furthermore, specics of the FEA simulations including 
creation of the sutured and coupled arterial models, and 
their meshing routines, are provided.
2.1　 Material and geometric properties
In order to simulate the mechanical properties of vessel 
walls, some key parameter values are needed and specif-
ic assumptions must be made. Burton [62], concluded 
that the average elastic modulus (E) of arterial walls was 
455 kPa with the Poisson’s ratio (ν) being 0.28. Works 
from Al-Sukhun et al. [50, 51], Abbot et al. [63] and 
Kahveci [64] have employed these values. Chandran et 
al. [65] used a Poisson’s ratio of 0.49 for arteries in their 
work, and values of 0.5 have been employed else-
where [66]. Ratios ranging from 0.29–0.71 have been 
reported in experimental studies on canine vessels 
demonstrating anisotropy [67], with inconsistencies in 
measured Poisson’s ratios being highlighted in work by 
Skacel [68]. However, given that simulations performed 
herein are akin to those by Al-Sukhun et al. [50, 51] and 
Kahveci [64], values of 455 kPa and 0.28 for the modu-
lus of elasticity (E) and Poisson’s ratio (ν) respectively, 
were entered as Engineering Data within ANSYS Work-
bench [69, 70]. The density of the arterial walls was ap-
proximated to 1000 kgm−3 in keeping with the same 
studies [50, 51, 64, 65].
All vessels were modelled as cylindrical ducts of 
british 2.5 mm diameter in the same way as for previous 
studies [33, 35]. Here, mean values of vessel diameter 
were obtained using anonymized Doppler ultrasonogra-
phybritish 1 scans of deep inferior epigastric arteries 
(DIEA) during preoperative assessment for breast recon-
struction surgery.
2.2　 Analytic
Whilst anatomically blood vessel walls are composed of 
several layers, each with individual mechanical and 
structural properties, the extent to which these are signif-
icant depends on the nature of the problem under investi-
gation. As for a range of previous works [40, 48, 50, 51, 
64, 65], the vessel walls in this study were assumed iso-
tropic, homogeneous, and to adhere to thick-wall cylin-
der theory. In this section, analytic expressions for each 
of the principal strain elds are derived from Lamnd Cla-
peyron thick-wall cylinder theory. Additionally, Fast 
Fourier Transform (FFT) techniques are used to obtain 
analytic representations of empirical data. Finally, a ru-
dimentary method is used to calculate approximations of 
Shear Strain Rate (SSR) at the vessel wall to enable com-
parison with previous CFD studies.
2.2.1　 Thick-wall cylinders
The radius to thickness ratio of the arteries in this study 
was greater than ten (i.e. ¯R /t ≥  10, with ¯R  being the aver-
 1 Phillips iU22 ultrasound scanner and L9-3 probe (Philips Health-
care, 5680 DA Best, The Netherlands)
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age characteristic radius and t being the wall thickness), 
as such application of Lamlapeyron thick-wall cylinder 
theory is appropriate. The basic underlying assumption 
being that these vessels consist of a series of thin-walled 
cylinders exerting pressure unto each other, which is the 
case anatomically. Given that details of the intrinsic 
stress-strain relationship is not clearly dened for what, 
in reality is a composite series of thin walls, we assume 
that maximum principal strain failure criterion is appro-
priate here. Furthermore, the Lamlapeyron cylinder the-
ory, together with the Poisson’s effect renders:
εθ =
1
E
 R2iR2o − R2i 1 + R
2
o
r2
p(t)

− ν
E
 R2iR2o − R2i 1 − R
2
o
r2
p(t)

− ν
E
 R2iR2o − R2i p(t)10
 ,
where εθ is principal strain, Ri and Ro are internal and 
external radii of the arteries respectively, ν and E are the 
arterial Poisson’s ratio and elastic modulus respectively, 
r is the spatial coordinate, and p(t) is the internal pres-
sure. The factor to 10 in the nal term being included to 
simulate the effects of the rest of the cardiovascular sys-
tem. That is, in all of the simulations that follow, the end 
pressure was set to 10% of the systolic pressure 
(1.6 kPa) [71]. Each of the expressions in parenthesis be-
ing the rst (hoop), the second (radial) and third (longi-
tudinal) principal stresses respectively, whence:
ε1=εθ
=
R2i
R2o−R2i
1 − ν
E
+
1+ν
E
R2o
r2
− ν
10E p(t),
 (2)
similarly, the second principal strain can be found, thus:
ε2=εr
=
R2i
R2o−R2i
1−ν
E
− 1 + ν
E
R2o
r2
− ν
10E p(t).
 (3)
Furthermore, the third principal (longitudinal) strain can 
be shown to be constant:
ε3 =
 R2iR2o − R2i
 ν10E p(t) − νE 1 + R2or2 p(t)
− ν
E
1 − R
2
o
r2
p(t)
ε3 =
 R2iR2o − R2i
 ν10E − νE 1 + R2or2
− ν
E
1 − R
2
o
r2
p(t)
ε3 =
 R2iR2o − R2i
 110 − 1 − R2or2 − 1 + R2or2 νE p(t)
ε3 = εz =
19ν
10E
 R2iR2i − R2o
 p(t). (4)
Static pressures applied to the vessel comprised of 
two parts: a pressure applied to the interior walls out-
wards representing MAP (Mean Arterial Pressure), along 
with a pressure applied to the closed end of the vessel. 
Values for these are analogous to those in prior works [50, 
51, 65]. That is, the MAP (p¯ ) of 13.3 kPa(100 mmHg) 
was applied as the background arterial pressure, with 
systolic (maximum) pressure of 16 kPa(12 mmHg).
2.2.2　 Dynamic models
Two dynamic studies were performed, the rst being a 
benchmark using an applied pressure consisting of a sine 
wave over two realistic physiological time-periods, thus:
p(t) = p¯ + (ps − pd) sin 2piT t , (5)
where ps and pd are the aforementioned systolic and dia-
stolic pressures set respectively to 16 kPa and 10.5 kPa. 
The second dynamic study utilized interpolated pres-
sures derived from measured velocity data (Fig. 1), de-
termined in earlier work [35].
In the case of the latter, empirical data were acquired 
through measurement of ow using Doppler ultrasonog-
raphy, with 2642 velocity values over a period of 1.32 s 
being obtained [35]. Assuming the minimum velocity 
value resulted from the diastolic pressure and the maxi-
mum velocity corresponded to the systolic pressure, a 
pressure prole acting on the interior walls was assumed 
(Fig. 1). Analytic values for this waveform were ob-
tained via Fourier synthesis:
p(t) =1
2
ao +
N
n=1
an cos
2pi
T
t
+
N
k=1
bn cos
2pi
T
t ,
 (6)
where T( =   0.66 s) was a physiologically realistic time 
period and N >  64 is the number of terms. The Fourier 
Fig. 1　 Analytic and empirical pressure values interpolated 
from Wain et al. [35].
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coefcients (an and bn) were obtained from the Discrete 
Fourier Transform (DFT) of empirical data using the 
Fast Fourier Transform (FFT) algorithm resident in 
SciLab open-source data driven modelling software. The 
empirical data contained 2642 values thereby obtaining 
1322 Fourier coefcients. Figure 1 shows equation (6) is 
in excellent agreement with the empirical data.
2.2.3　 Shear strain rate approximations
Whilst it is recognized that both the mechanical and uid 
properties of these simulations are separate entities, and 
to model precise phenomena at the vessel walls would 
require a Fluid-Structural Interaction (FSI) analysis, we 
have calculated approximations of wall SSRs to provide 
an indication of the inuence of compliance on this pa-
rameter. Here, for the pristine and coupled simulations, it 
was assumed that ow adhered to the Hagen-Poiseuille 
equation, was laminar and Newtonian, in keeping with 
existing studies [32, 33, 35].
Given these assumptions, differentiation of the Ha-
gen-Poiseuille equation with respect to the spatial vari-
able (r) renders:
∂v
∂r
(r = R) = γ˙(R) = −2vmax
R
,
where γ˙  (R) is the SSR at the wall and vmax is the maxi-
mum velocity of the blood. Since the inside radius of the 
vessel varies as a result of wall compliance and the ap-
plied pressure, application of this expression gives:
γ˙(R) = −2vmax
Ri(1 + εθ) . (7)
Values of ε were found at systolic and diastolic pres-
sures, when radial displacements were respectively max-
imal and minimal. Application of equation (7) therefore 
provides an approximation of SSR at the vessel wall for 
the pristine and coupled cases. Since the ow (and hence 
the SSR) is a localized effect at the sutures, estimations 
were made by application of a factor of 2.3 to the pristine 
case [35] for comparative purposes (Table 3).
2.3　 Finite Element Analysis
In this work an assemblage of three-dimensional AN-
SYS-SHELL181 elements [69] were employed for all 
models. These being iso-parametric elastic shell ele-
ments with six degrees of freedom (DoF), three displace-
ments and three rotations, at each of the four nodes. The 
particular DoF between the nodes of each of the elements 
being interpolated from:
ϕ(x, y) =
4
i=1
Ni(ξ, η)ϕi, (8)
where i is the local element number, φi is the value of the 
DoF at the ith node and Ni(ξ,  η) is the ith component of 
the bilinear quadrilateral vector, dened as:
N =
1
4
[(1 − ξ)(1 − η), (1 + ξ)(1 − η),
(1 + ξ)(1 + η), (1 − ξ)(1 + η)],
 (9)
where ξ and η are local abscissa and ordinate coordinates 
originating at the element centroid.
The ANSYS software therefore constructs a struc-
tural stiffness matrix [K] via application of:
[K] =
n
i=1
[A]T ki[A], (10)
where [A] is the so-called assembly matrix 2. This being 
representative of the elastic response of the structure giv-
en applied loads and Robin boundary conditions [72–74] 
which are applied to appropriate nodes. Thereby in ad-
herence to generalized Hooke’s Law [75]:
{F} = [K]{u}, (11)
where {F} is a vector of applied forces at the nodes and 
{u} is the displacement vector. Herein a displacement 
based method is employed, whence {u} is determined 
from either direct (Frontal) or partial (Sparse direct) in-
version of equation (10).
For time-varying (dynamic) loading, Newton’s sec-
ond law of motion was applied:
{F} = [K]{u} + [M]{u¨}, (12)
where vectors {u},  {u¨ } and {F} are time-dependent dis-
placement, acceleration and force respectively and [M] is 
the mass matrix for the body.
Equation (12) was solved using the Newmark-β 
method [76], this being a weighted implicit nite differ-
ence scheme:
{u˙n+1} = {u˙n} + {(1 − γ){u¨n} + γ{u¨n+1}}∆t
{un+1} ={un} + {u˙n}∆t
+
1
2
− β {u¨n} + β{u¨n+1} ∆t2,
in order to approximate the displacement at each of the 
nodes in the mesh. Here β and γ are weighting coef-
cients, ensuring convergence of the numerical scheme, 
termed the Newmark integration parameters. In the work 
that follows, β and γ were set by the ANSYS software to 
0.25 and 0.5 respectively, thereby ensuring uncondition-
al stability [69].
2.3.1　 Pristine vessel models
These surface models were produced in the DesignMod-
eler of ANSYS-Workbench simulation suite. Here, two 
lines were initially constructed. The rst being 1.25 mm, 
and second 15 mm, located at the end point of the rst, 
and perpendicular to it. The former length corresponding 
to the characteristic radius of the vessel, with the latter 
 2 The ANSYS software makes use of sophisticated element assem-
bly routines [54] meaning this is not evaluated explicitly.
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being the effective length of the vessel. The revolve com-
mand was employed, together with a suitable principal 
axis, to produce the required surface with a thickness of 
0.25 mm applied to complete the model (Fig. 2).
In this case, a mapped mesh is more appropriate as 
the mesh can be controlled and rened manually. Here, 
the structured mapped mesh consisted of 100 divisions 
along the vessel length and 40 divisions around its cir-
cumference (Fig. 3). The mesh comprised 6278 nodes, 
with 6104 elements, corresponding to 36500 DoF.
A zero rotation condition was placed upon the two 
lengths, along with a restricted displacement in the lon-
gitudinal and radial directions; allowing for movement in 
the circumferential direction. Upon the open end of the 
vessel, a xed support was added in order to analyze 
movement of the main body alone.
For the static structural models described, the Fron-
tal Solver was employed, and for transient problems, the 
Sparse Direct Solver was used as per the ANSYS default 
settings. Evaluation of inertial effects were anticipated in 
the dynamic study with a higher likelihood of non-linear 
solutions compared to the static structural models. 
Alongside these, so-called weak springs were activated. 
The addition of these helped prevent numerical instabili-
ties, although had no effect on the reaction forces. Addi-
tionally, the large deection control setting was applied, 
as preliminary static analysis showed global strain calcu-
lations exceeded 10%, implying large geometric changes.
2.3.2　 Sutured anastomosis models
For an artery of 2.5 mm diameter, approximately eight 
sutures are required to perform a well-sealed microanas-
tomoses [6, 33]. As such, eight evenly spaced suture sites 
were placed around the circumference of the vessel ge-
ometry, each measuring ~0.04 mm, in-keeping with the 
values described in Section 1. The geometry thus created 
can be seen in Figs. 4a and 4b.
Sutured geometries consisted of two cylinders of 
identical principal dimensions, as described in the previ-
ous section, connected end-to-end via the spot-weld tool 
within ANSYS DesignModeler. The spot-weld feature 
adjoins two bodies via dictated vertices and nodes 
(Fig. 5). This technique is similar to that used by Ballyk 
et al. [40] and Perktold et al. [48] in their FEA studies.
A similar meshing stratagem to that of the pristine 
vessel was used, although 50 elements were placed 
around the circumferential edge of the vessel to compen-
sate for lack of mesh uniformity due to the spot-welds 
(Fig. 5). Whilst the majority of the model is comprised 
of relatively large elements (≃0.6) mm, a high density 
mesh is concentrated around suture sites. This was 
achieved using a sphere of inuence to ensure a locally 
converged solution (seen in more detail in Fig. 9a). The 
mesh applied consisted of 8370 elements with 8725 
nodes, corresponding to approximately 50000 DoF. 
Fig. 2　 Pristine vessel geometry detailing boundary condi-
tions.
Fig. 3　Pristine vessel mesh.
Fig. 4　 Sutured microanastomosis geometry demonstrating 
even distribution of sutures in both (a) isometric and 
(b) planar views.
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Boundary conditions applied were identical to those of 
the pristine vessel.
2.3.3　 Coupled anastomosis models
The surface model was composed using many of the 
same principles as the pristine geometry. However, at the 
anastomotic site, a rendered stretched arterial wall (llet 
radius of 0.25 mm and length 3 mm) was added to repre-
sent vessel wall eversion with the coupling device in situ 
(i.e. vessel walls reected backwards and passed over the 
pins). Figure 6 demonstrates micrographs of the cou-
pling device through which vessel ends are passed. The 
full computational geometry used is shown in Fig. 7.
Meshing of the coupled model also utilized a mapped 
mesh, however the face mapped mesh was also applied at 
the coupling site (Fig. 8). Over the long edges of the ves-
sel 100 divisions were used. In addition, 20 divisions 
were applied on the curved face of the model to increase 
mesh density in the area of interest. A single side of the 
anastomosis was simulated in the FEA models as the 
solution was expected to be symmetric. The mesh ap-
plied consisted of 3208 elements with 3362 nodes, corre-
sponding to 18000 DoF.
Boundary conditions applied to the coupled anasto-
mosis model were identical to those of the pristine ves-
sel, however a xed support was applied at the coupling 
site to simulate the device holding the arterial walls xed 
in place, as would be the case in vivo.
3.　 Results and discussion
This section initially presents and discusses the results 
for all static analyses. Here, pristine simulations are 
demonstrated in the context of analytic solutions, before 
discussion focusses on the inuence of sutured and cou-
pled anastomotic techniques on the stress and strain dis-
tributions. Attention is then directed to transient solu-
tions of identical models. Here, displacement plots are 
shown evaluating a sinusoidally varying pressure and, 
subsequently, a realistic empirical pulsatile waveform in 
pristine vessels. The pulsatile pressure prole is then ap-
plied to each of the anastomotic techniques, and respec-
tive stress, strain and failure criteria are discussed. Final-
ly, comparisons are drawn between these FEA simulations 
and those of previously published CFD approximations.
3.1　 Static analyses
This section describes results of the non time-dependent 
simulations for each geometrical model, and provides 
discussion of their accuracy and potential signicance. 
Pristine simulations are addressed rst, to provide a 
baseline of the natural state of the vessel, with both su-
Fig. 5　 Sutured anastomosis mesh of the whole geometry 
demonstrating higher mesh density at suture sites 
created using the spot weld function.
Fig. 6　 Micrographs demonstrating the GEM Microanasto-
motic Coupling (MAC) device from both (a) front 
and (b) side views (sourced from [32]).
Fig. 7　Coupled anastomosis geometry isometric view.
Fig. 8　 Coupled anastomosis mesh demonstrating rene-
ment at the anastomotic site.
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tured and coupled models discussed subsequently.
3.1.1　 Pristine vessel
Results for the pristine vessel’s deformation, maximum 
principal strain, and maximum principal stress are shown 
in Table 1. The maximum principal stress is 79.8 kPa 
which is in agreement the aforementioned Lamé-Clapey-
ron cylinder theory. Using the applied static pressure of 
16 kPa as the intra-arterial pressure, the expected analyt-
ic value calculates to 88.7 kPa. Further verication for 
the ANSYS Structural static results is seen in Table 1. 
Here, a value of ~17.2% is shown for the FEA value of 
ε1, which is identical to the value of 17.2% obtained us-
ing equation (3). The radial displacement values will be 
further discussed in section (3.2.1), although these are 
also in good agreement.
3.1.2　 Sutured anastomosis
The values of stress and strain directly at suture sites are 
zero, as expected through application of the spot-weld 
condition. Areas surrounding the suture, and therefore 
under its inuence, reach values of ~31.7% maximum 
principal strain and 160 kPa maximum principal stress. 
These values are almost double those of the pristine 
model. Figure 9 shows strain distributions at the anasto-
motic site. It can be seen here that maximum values are 
found immediately adjacent to suture sites along the cir-
cumference of the anastomosis, rather than at sutures 
themselves. This would be expected as greatest strains 
would be experienced next to a xed support, in this case 
the spot-weld of the suture, thereby predicting failure at 
this point in the case of high displacement.
It is clear from Fig. 9 that gaps are visible between 
suture sites when the intra-arterial pressure is at its max-
imal value. These gaps are small (~20 μm) and are less 
than the vessel wall thickness (250 μm) and as such 
blood is unlikely to leak from these apertures. Larger 
gaps with less, or poorly placed, sutures would however 
permit blood to escape.
It is important to consider that the simulations per-
formed herein represent those of the surgical picture im-
mediately after the anastomosis has been performed i.e. 
before any healing has occurred by the body’s natural 
processes. As such, the gapping and resultant strain dis-
tributions seen in Fig. 9 are as expected with radial dis-
placement. However, these differ markedly from those 
found by Ballyk et al. [40] and Perktold et al. [48]. In 
particular, no gapping was seen, and maximum strain 
distributions were found to be along the longitudinal axis 
of the vessel rather than along the circumference of the 
anastomosis itself. We therefore postulate that the afore-
Table 1　 Analytic and ANSYS Static FEA absolute value 
comparisons for a pristine vessel model.
Variable (maximum) Analytic
ANSYS 
Static FE
Total deformation [μm] 680 641
Radial deformation [μm] 238 220
Longitudinal deformation [μm] 637 588
First principal strain [%] 17.2 17.2
Second principal strain [%] 4.67 4.10
First principal stress [kPa] 88.7 79.8
Second principal stress [kPa] 3.6 3.7 Fig. 9　Sutured anastomosis model static strains (ε).
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mentioned studies applied a bonded connection to each 
end of the vessel and then applied spot-welds, thereby 
representing a healed anastomosis and altering the resul-
tant strain distributions.
We performed comparative simulations of stress in 
both unhealed and healed anastomoses to test this as-
sumption. As would be expected, the strain eld present-
ed in Fig. 9 is strongly analogous to the stress eld in the 
unhealed sutured anastomosis model (Fig. 10a), demon-
strating the same degree of gapping. Again, the maxi-
mum strain occurs not at suture points themselves, but 
either side of the point of coalescence. Upon application 
of a bonded connection to the anastomotic site of an oth-
erwise identical simulation, thereby representing a 
healed anastomosis, a signicantly different stress distri-
bution is seen (Fig. 10b). Here, maximum values are 
found in closer proximity to suture sites with the remain-
ing higher stresses experienced in the longitudinal axis, 
more akin to that found by Ballyk et al. 3 [40]. It there-
fore being demonstrated that application of a bonded 
connection is likely in the works of Ballyk et al. [40] and 
Perktold et al. [48].
3.1.3　 Coupled anastomosis
Around the radius of the coupled section, stresses and 
strains tend to be lower, as can be seen in Fig. 11, whilst 
the main body of the arterial wall demonstrates values 
close to those for the pristine artery (Table 1). Maximum 
principal and maximum shear strains are depicted in 
Figs. 11a and 11b respectively. The lowest values can be 
seen around the interior curvature of the wall, with max-
imum principal strain values of ~7.7% and maximum 
shear strain values of ~8.1%. These represent strain val-
ues approximately half that seen in pristine vessels, and 
less than one third of those found in the sutured anasto-
mosis.
For the radius caused by bending the vessel around 
the coupling device, maximum stress and strain values 
are seen at the boundary of the radius. This is a result of 
the boundary conditions applied. Specically, xing the 
everted vessel at the coupling site permits high strain 
concentrations adjacent to this point due to the internal 
pressure exerted on the interior radius. This would not be 
the case in clinical practice however, as the vessel is 
xed by pins between polyethylene rings and as such the 
point at which the vessel exits the ring is mobile.
It is clear from comparing the strain values seen in 
coupled anastomoses (Fig. 11) with those of sutured 
Fig. 10　 Comparison of stress distributions in end-to-end 
sutured anastomoses for both (a) unhealed and (b) 
healed vessels showing the inuence of a bonded 
connection.
Fig. 11　 Coupled anastomosis model static maximum 
strains (ε).
 3 Figures for comparison can be found at: https://www.sciencedi-
rect.com/science/article/pii/S0197397597001115
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anastomoses (Fig. 9) that values are notably higher in the 
sutured vessels. Should anastomoses fail by these mech-
anisms, it could be inferred that the sutured anastomosis 
would be more likely to fail than a coupled one. This is 
in-keeping with clinical ndings of lower failure rates in 
venous coupled anastomoses compared to sutured [3, 
77], although the principal mechanism underlying fail-
ure, and whether the same would be true for arteries, is 
less clear. These ndings may have implications for nov-
el device design.
3.2　 Transient analyses
In this section we discuss the results obtained when 
time-dependent pressure proles were applied to identi-
cal geometries. For verication purposes a sinusoidal 
waveform was employed in the rst instance, with a 
physiologically realistic arterial pulse applied thereafter.
3.2.1　 Sinusoidal waveform
Figure 12a shows displacement of the pristine arterial 
model when a sinusoidal pressure prole is applied. This 
sine wave varies between the expected systolic and dia-
stolic pressures in vivo over a period of 1.4 s Here, very 
good agreement is demonstrated between the analytic 
and mean FE model predictions. This mean being calcu-
lated from measurements of ten evenly-spaced points 
around the circumference of each model. The analytic 
curve falls within the error bars, calculated at the 95% 
condence level [78], with respect to the mean FE val-
ues. The maximum value from the ANSYS FEA being 
~225 μm, whilst the maximum analytic result is 220 μm, 
again demonstrating good agreement. These results per-
mit application of this technique to a realistic wave-
form [35] (Fig. 12b).
3.2.2　 Physiological waveform
Maximum principal strain values are shown in Fig. 13. 
Here these data are compared with analytic model ana-
Fig. 12　 Pristine artery model radial displacement with both 
(a) sinusoidal and (b) empirical realistic pulsatile 
pressure proles.
Fig. 13　 Comparative plot showing maximum principal strain FEA predictions in pristine vessels and microanastomoses with 
application of a time-dependent physiological pressure prole. Analytic results are also shown.
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logues over identical time periods. For the sutured anas-
tomosis, elements were taken at the high stress areas 
around the suture sites. For the coupled model, the area 
of interest was the arterial wall at the coupling device, 
where eversion and coaptation occurs. As with the sinu-
soidal waveform, a sample of ten evenly-spaced point 
values were taken around the inside radius (Fig. 11), and 
the mean calculated at the 95% condence level. In each 
of these cases the analytic solution is in good agreement 
with the FEA approximations. It can be seen in Fig. 13 
that the coupling device demonstrates much lower prin-
cipal strains than the sutured model, and even the pristine 
vessel, with identical loading pressures. When the su-
tured model is compared directly to that of the pristine 
vessel, consistently higher values for maximum principal 
strain are predicted. Due to the arterial walls approximat-
ing to a laminate composite material physiologically, and 
there being no distinct stress-strain response available, 
the maximum strain failure criterion is deemed the most 
appropriate.
These results show that the coupling device outper-
forms conventional sutures in arteries of 2.5 mm. Should 
failure occur due to principal strains, it would be at, or 
more likely above, the maximum value achieved here. At 
systolic pressure the average maximum principal strain 
of the sutured model is around 32% representing an in-
crease from 17.2% in the pristine case. Failure at this 
pressure is unlikely as these are the pressures seen phys-
iologically in normal vessels of this nature. In line with 
salient engineering pressure vessel codes [79], so-called 
plastic collapse of the anastomotic vessel is predicted at 
strains ~40%, corresponding to 2t/ ¯R .
At strains of this magnitude the assumptions of lin-
ear elasticity (as simulated here) tend to be inappropri-
ate. However, Fig. 14 shows that both the Neo-Hookean 
and Mooney-Rivlin hyperelastic models predict very 
similar failure strains; thereby verifying our use of the 
Maximum Failure Strain criterion. Here the Neo-
Hookean shear modulus and incompressibility factor 
were evaluated from the isotropic relations, namely:
2
K
=
6(1 − 2ν)
E
and
G = E
2(1 + ν) .
On the other hand, for the Mooney-Rivlin model, this 
was calculated from:
G = 2(E01 + E10)
with the elastic constants E01 and E10 being determined 
from least-squares estimates of an initially imposed lin-
ear elastic response up to 1% strain; with the L1-norm 
limited to 0.05 with respect to the Hookean model. These 
results show that the failure strain prediction of the two 
hyperelastic models is between ~38% and ~43% respec-
tively. However, it should also be pointed out that over 
these particular strains, the resulting difference in stress 
values are ~17% and ~43% respectively. It becomes ob-
vious that further work in this area is required.
Given these quite specic failure conditions, our re-
sults show that the sutured model will likely cause an 
increase in gap size at the anastomotic site, and hence 
leakage. Experimental studies conrm that leakage 
would be the rst sign of failure [80]. Furthermore, in 
pathological conditions, there is also the distinct possi-
bility of vessel wall tearing, particularly in friable vessels 
of post-radiotherapy patients or in traumatic injuries, at 
strains of this magnitude. This has signicant implica-
tions in potential for vessel failure and may favour a cou-
pling device based on the data seen herein.
Comparisons of the transient models with their static 
analogues (Table 2) reveals very similar extrema values 
for each of the salient calculations. Here, good agree-
ment is demonstrated between the two approaches. The 
correlations observed provide clear evidence that for the 
vessels simulated here, the so-called inertial effects are 
minimal, particularly in the case of the pristine arterial 
model.
3.3　 SSR comparisons with CFD
Table 3 shows values obtained for SSR using the method 
described in section (2.2.3) for each of the anastomotic 
Table 2　 Comparison of static and transient strain 
predictions for each vessel model.
Model
Static 
strain (%)
Transient 
strain (%)
Difference (%)
Pristine 17.2 17.3 0.58
Sutured 31.7 29.6 7.09
Coupled 7.7 8.1 4.93
Fig. 14　 Comparison of linear elastic and hyperelastic mate-
rial responses.
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techniques. As would be expected, the pristine vessel 
SSR approximates to the value obtained in Hagen-Poi-
seuille ow (992 s−1) in each case, with variation corre-
sponding to changes in strain at the extremes of intra-ar-
terial pressure. In the case of the coupled vessel, it should 
be noted that the coupler is rigid, and as such would re-
duce vessel expansion and contraction at the anastomotic 
site. Therefore, variation seen in SSRs throughout the 
cardiac cycle is less compared to the pristine case, with 
overall SSR proles being of similar magnitude. This is 
in keeping with an earlier study using CFD [32]. Sutured 
vessels however, demonstrate much higher SSR values 
throughout. The relationship between these SSR values 
is consistent with those found in the rigid-walled CFD 
models [32, 33, 35], and as such it could be hypothesized 
that compliance does not signicantly affect predictions 
of SSR in these vessels.
It is important to highlight, however, that SSR varia-
tions here are taken in isolation, and that changing pres-
sure gradients are likely to produce much greater varia-
tion in vessel wall strain values than the inuence of 
uid ow alone. Hence, a formal uid-structure interac-
tion (FSI) study would be necessary to ascertain the true 
relationship.
4.　 Conclusions
Although idealized in many respects, this study rep-
resents the rst FE predictions comparing stress and 
strain distributions in sutured and coupled microarterial 
anastomoses. Analytic and FE models have been pro-
duced to predict the elastic response of microvessels in 
pristine and repaired forms. In particular, unlike other 
studies, these models have specically evaluated me-
chanical failure properties at the anastomotic site imme-
diately after surgery (i.e. in the unhealed anastomosis) so 
as to best represent the physiological and surgical pic-
ture. The salient technical and clinical conclusions being 
as follows.
 ・  Thick-wall cylinder theory is a suitable and appropri-
ate strategy for representing models of pristine mi-
croarteries analytically.
 ・  The spot weld function available in ANSYS Design-
Modeler can be employed to simulate joining vessels 
with surgical suture material, at least in idealized sim-
ulations, as the number of nodes can be approximated 
to the diameter of the suture material itself. Further 
work could be carried out here to incorporate material 
properties of nylon or polypropylene, in addition to a 
full FSI model.
 ・  A Fourier series representation of measured human 
arterial pulse waves can be reliably created using the 
FFT algorithm within SciLab software. This can sub-
sequently be employed as a time-dependent pres-
sure-driven boundary condition for these compliant 
vessel models.
 ・  Excellent agreement has been demonstrated for the 
displacement elds, and hence derived quantities 
such as stress and strain, between the FE and analytic 
pristine vessel models.
 ・  The maximum principal strain in a sutured anastomo-
sis is approximately 84% greater than in a pristine 
vessel, and around 3-fold that of a coupled anastomo-
sis. As this has been assumed the most likely failure 
criterion, these ndings provide evidence that a su-
tured anastomosis is more likely to fail than a coupled 
one, which is in keeping with ndings seen clinically 
and in similar research.
 ・  Simulating the sutured anastomosis in the way de-
scribed herein is more representative of the clinical 
picture immediately following surgery (i.e. permits a 
degree of anastomotic separation due to radial dis-
placement). This is in contrast to that performed by 
other groups [40, 48], where conditions more closely 
represent that of a healed anastomosis and as such the 
strain distributions are quite different.
 ・  The inertial effects due to the motion of the vessel 
during pulsatile ow are minimal, since the differenc-
es between the transient and static strain calculations 
range from around 0.6–7% dependent on the geome-
try. That is, for the waveform investigated here, the 
dynamic response is completely characterized by the 
static elastic response of the vessel walls. This im-
plies that static structural analyses are sufcient to 
predict anastomotic failure, and as such to optimize 
future device design.
 ・  Both FE and analytic models predict natural back-
ground strain levels of 17.2%. Given strain values 
calculated in the sutured models (~30%), we suggest 
that average maximum principal strains signicantly 
greater than this (~40%), would be required to repre-
sent anastomotic failure.
 ・  An approximation of the SSR has been calculated at 
anastomotic sites in an attempt to compare ndings of 
Table 3　 Calculated SSR approximations (s−1) in compliant 
vessels. Comparison of pristine artery, sutured and 
coupled microarterial anastomoses for minimum, 
maximum and average values of strain in transient 
simulations.
SSR
Pristine 
vessel
Coupled 
anastomosis
Sutured
anastomosis
SSR (diastolic) 1192 1053 2742
SSR (MAP) 992 972 2282
SSR (systolic) 845 912 1944
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these compliant simulations with values obtained in 
rigid-walled CFD simulations of analogous vessels. 
Whilst SSR variation is seen during the cardiac cycle, 
it appears the relationship between each type of anas-
tomosis, and the overall magnitude of the SSRs is 
largely unaffected by application of the compliant 
wall condition.
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